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Two-Color Pyrometer for Process Temperature Measurement 
During Machining
Abstract: A fast fiber-optic two-color pyrometer operating on the optical communication bands is designed for temperature mea-
surements in machining processes. Off-the-shelf low-loss fiber-optic demultiplexers and optoelectronics equipment are used in order to obtain 
a cost-effective sensing solution while reducing both the temperature measurement error and the minimum measurable temperature. The 
system is capable of measuring highly localized temperatures without using collimation lens. The designed pyrom-eter allows measuring 
temperature in the range from 300 to 650 °C, achieving a full-scale temperature error as low as 4%. Factors in-fluencing the temperature 
measurements are studied in order to identify the sensor limitations, such as a possible damage on the end of the optical fiber, the spectral loss 
attenuation and responsivity, or the distance between the fiber end and the target. Finally, this pyrometer is applied in a turning process, using 
a fiber-optic sensor embedded on a standard tool holder. Temperature measurements on the Inconel 718 are reported showing a good 
agreement with the simulations.
Keywords: Demultiplexer, fiber-optics, machining process, temperature measurement, two-color pyrometer, wavelength division
multiplexing.
1. Introcuction
There is a clear trend in the aerospace industry towards 
reducing  weight of  the engine  components  and   fuselage
structure [1]. This trend has enable aircrafts to fly farther and
faster and has made commercial flying more economical by
allowing a larger aircraft capacity reducing the fuel consump-
tion at the same time [2]. Achieving this goal has required the
development of new materials with extra attributes in addition
to light weight. For this reason, the use of superalloys plays a
significant role in the development of the next-generation air-
crafts. These materials also show excellent properties such as
high strength at elevated temperatures, less fatigue sensitive
and wear resistance. The ability to maintain these properties
at elevated temperatures severely hinders the machinability of
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these alloys. The energy consumed by superalloys in a machin-
ing process is largely converted into heat and temperatures are 
high[3].
Temperature influences on tool wear reducing tool life and 
productivity. Therefore accurate temperature measurements in 
precise locations hold the key to improve the tool life and its 
surface integrity. The measurement of temperature has been 
reported using thermocouples [4] and infrared (IR) cameras 
[5]. The difficulty of installation between the cutting tool and 
the workpiece in these approaches [6] make them unsuitable 
for temperature measurements with the requirement of a 
specific sensing location.  
Two-color fiber-optic pyrometer is a possible solution to over-
come these constraints. It uses the ratio of optical powers at 
two spectral bands to  implement a  self-referencing  technique 
in order  to avoid the  emissivity  dependence  of temperature 
as reported by  Müller and Renz [7] and Thevenet et al. [8], 
among others [9], [10].
But some of these sensors use long wavelengths [7], [8], and 
free-space optics sensible to vibrations and with high insertion 
losses. This last disadvantage is compensated  us-ing a  cooling 
stage [7] to improve the detection sensitivity. All these aspects 
reduce the sensor robustness while increase the cost and the 
complexity of the system. In addition, the wave-length 
dependence losses of the photonics components used in several 
pyrometers are high. This is due, among others, to the use of 
photodetectors (PDs) with different responsivities at both 
selected wavelengths [9]. The use of optical fibers allows mea-
suring temperatures in localized areas with a spatial resolution 
limited by the numerical aperture (NA) and dimensions of the 
fiber. In previous works, several authors propose measuring 
tem-peratures around 300 °C but using fiber diameters of 100 
μm [8] and 450 μm [9]. On the other hand, many authors 
propose the fiber-optic pyrometer application to high speed 
machining [7], however their experiments are not carried out in 
a machine tool during cutting. They are performed in a static 
block of al-loy preheated so they can not appreciate real peak 
values of temperature occurring close to the cutting area.
In this work, we propose a fiber-optic pyrometer to obtain 
temperature measurements of machined surfaces with a low 
temperature error by using an optimized design [11]. Commer-
cial off-the-shelf optoelectronic components well established on 
wavelength division multiplexing (WDM) based optical com-
munication networks are used. The characteristics of the opto-
electronics and fiber-optic devices at the selected spectral bands 
are analyzed to achieve a temperature error reduction without 
thermal cooling and high spatial resolution. Finally, the exper-
iments are carried out in a lathe, in cutting conditions similar
Alberto Tapetado 1, José Díaz- Álvarez2, María Henar Miguélez3, 
and Carmen Vázquez1, Senior Member, IEEE
1
to those imposed during current industrial operations, including
models to validate the measurements.
2. Theoretical background
The spectral radiance of an object (L) is given by Planck’s
law [12]:
L (λ, T ) =
C1 · ε (λ, T )
λ5 ·
(
e
C 2
λ·T − 1
) (1)
where ε is the emissivity of the measured object, λ is the wave-
length, C1 and C2 are the Planck’s radiation constants, whose
values are 1.191 × 108 W·Sr−1·μm4·m−2 and 1.439·104 μm·K,
respectively, and T is the absolute temperature of the body.
In a two-color fiber-optic pyrometer, the IR rays radiated from
the object are accepted by an optical fiber and divided into two
spectral bands. In the proposed design, this is accomplished
using an optical filter. PDs measure the optical power at the
different wavelength bands. Only rays inside the acceptance
cone of the optical fiber are collected and transmitted, see Fig. 1.
This acceptance angle (θMax ) depends on the optical fiber NA.
Setting location of the optical fiber is analyzed in [13]. The
fiber end is vertically placed above the target surface at a distance
(t), see Fig. 1. We assume a target radius (RT ) much greater than
the spot radius (RNA ) projected by the fiber NA. Therefore, the
current signal measured by the pyrometer can be expressed by:
ID (T, λ) =
∫ λB
λA
C1 ×R (λ)× IL (λ)× α (λ)× ε (λ, T )
λ5 ×
(
e
C 2
λ×T − 1
)
· κ (λ)× dλ (2)
where κ(λ) is the coupling loss given by:
κ (λ) =
π2 · d2Core
8
· [1− cos (2 · θMax (λ))] (3)
being λA and λB the shortest and the longest wavelength values
within the wavelength band provided by the optical filter, R the
PD responsivity, IL the insertion loss of the filter, α the fiber
attenuation coefficient, and dCore the fiber core diameter.
From (2) and (3), the output signal ratio (γ) between the
current signals at both spectral bands is given by:
γ =
∫ λ1 , B
λ1 , A
C1 ·R(λ1 )·IL(λ1 )·α(λ1 )·ε(λ1 ,T )
λ51 ·
(
e
C 2
λ1 ·T −1
) · κ (λ1) · dλ1
∫ λ2 , B
λ2 , A
C1 ·R(λ2 )·IL(λ2 )·α(λ2 )·ε(λ2 ,T )
λ52 ·
(
e
C 2
λ2 ·T −1
) · κ (λ2) · dλ2
(4)
where λi,A and λi,B correspond to the shortest and longest
wavelengths of each spectral band i, with i = 1,2.
If a two-color pyrometer working at single wavelengths chan-
nels λ1 and λ2 is considered, the measured ratio temperature
(TR ), as a modified version of equation reported in [7] to in-
clude loss ratio, is given by:
TR =
⎡
⎣ 1
T
+
ln (εr · δr)
C2 ·
(
(−4)·Δλ
4·λ2c −Δλ2
)
⎤
⎦
−1
(5)
Fig. 1. Schematic of the optical fiber pyrometer measurement surface area.
Fig. 2. Temperature error for different channels: · · Δλ = 0.9 μm and λc =
1.25 μm, – Δλ = 0.3 μm and λc = 1.4 μm, — Δλ = 0.3 μm and λc =
1.45 μm, − · − Δλ = 0.6 μm and λc = 1.4 μm, − · · − Δλ = 0.24 μm and
λc = 1.43 μm, – Δλ = 0.2 μm and λc = 1.6 μm.
with
εr =
ελ1
ελ2
(6)
δr =
Rλ1
Rλ2
· αλ1
αλ2
· Lλ1
Lλ2
· κλ1
κλ2
(7)
λc =
λ2 + λ1
2
(8)
Δλ = λ2 − λ1 (9)
where T is the true temperature, λc and Δλ are the average
central wavelength and the wavelength spacing of the single
wavelength channels, respectively, δr is the loss ratio, and εr is
the surface emissivity ratio. And the relative temperature error
(ET ) is given by:
ET =
(TR − T ) · 100
T
[%] (10)
3. Pyrometer wavelength  bands selection
The primary error source when measuring the temperature
in a pyrometer is that the grey-body behavior is not fulfilled.
Especially, metals show very strong changes in their emissivities
in the visible and near-IR range [14]. The temperature error
causes by this behavior is analyzed using (5) to (10) for different
wavelengths, see Fig. 2. A constant temperature of 500 °C and
loss ratio of 1 are considered.
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Fig. 3. Temperature error with InGaAs responsivity for different channels:
(Left axis) · · Δλ = 0.9 μm and λc = 1.25 μm, – Δλ = 0.3 μm and λc =
1.4 μm, — Δλ = 0.3 μm and λc = 1.45 μm, − · · − Δλ = 0.24 μm and
λc = 1.43 μm, (Right axis) – Δλ = 0.2 μm and λc = 1.6 μm, − · − Δλ =
0.6 μm and λc = 1.4 μm.
Fig. 4. Schematic of the pyrometer and the experimental set-up.
The temperature error decreases with the channel spacing.
The separation between single wavelengths channels has to be
large enough to minimize the temperature error and to allow
the separation of both channels without overlapping. At the
same time, they have to be close enough to ensure a constant
emissivity [7].
Fig. 2 also shows that the temperature error becomes zero
when changes in the emissivity are negligible. This is only valid
when loss ratio equals 1. But among others, the PD responsiv-
ity curve changes with wavelength. This effect is analyzed in
Fig. 3. The temperature error increases around 3.3%, using the
InGaAs responsivity curve for an average central wavelength of
1.43 μm and a wavelength spacing of 0.24 μm. Even higher val-
ues, around 72%, are reached with other wavelength selections.
4. Pyrometer desing and  calibration Set-up
The sensor is made of standard graded index glass optical fiber
with 62.5/125 μm core and cladding diameters. The fiber length
is 0.5 m. A low insertion loss WDM filter spatially splits the
radiation collected by the optical fiber into two spectral bands
centered at 1.3 and 1.55 μm, respectively. A dual InGaAs PDs
with uniform responsivity at both wavelength bands is used. The
schematic of the pyrometer as well as the experimental set-up
are shown in Fig. 4.
The two-color fiber-optic pyrometer is calibrated using a dry
block calibrator and a blackbody kit. The control unit ensures
a maximum temperature stability and uncertainty of ±0.03 and
Fig. 5. (Left axis) WDM filter spectra: − 1.3 μm,–1.55 μm, · · Input light
source. (Right axis) −··− InGaAs responsivity.
±0.17 °C, respectively, in the range from 50 to 650 °C. The
emissivity of the blackbody is greater than 0.99.
5. Experimental Results
A. Error Analysis
The spectral response of the coupling loss, the fiber attenua-
tion, the filter insertion losses and the PD responsivity are taken
into account to evaluate the temperature error of the sensing
scheme shown in Fig. 4.
As shown in (3), the coupling loss depends on the core diam-
eter as well as the acceptance angle. The latter is given by:
sin (θmax) =
√
n2Core (λ)− n2Cladding (λ) (11)
where nCore and nCladding are the core and cladding refrac-
tive indices. The coupling ratio between the coupling loss at
both spectral bands is calculated from (3) and (11), and using
the Sellmeier dispersion relation [15]; a value of 0.014 dB is
obtained.
Optical fiber attenuation coefficients at 1.3 and 1.55 μm are
0.52 and 0.29 dB/km, respectively. They have a negligible im-
pact in a 0.5 m-long optical fiber.
Fig. 5 depicts the WDM filter wavelength spectra when a
broadband light source is used. The filter loss ratio between
both channels is 0.14 dB.
Additionally, the influence of the PD responsivity is analyzed.
Fig. 5 shows the InGaAs responsivity curve which shows a
wavelength dependent loss of around 0.22 dB at the considered
wavelengths bands.
Applying (5) to (10) the temperature error is calculated with
the wavelength bands 1.3 and 1.55 μm as a function of the
emissivity ratio at 500 °C, see Fig. 6. In this figure, the wave-
length dependence of the loss ratio is analyzed for each device
individually. The overall effect is also shown.
The temperature error obtained considering the PD respon-
sivity and the WDM filter insertion loss are 4.1% and 1.4%,
respectively, assuming an emissivity ratio equals to 1. The con-
tribution of the coupling loss and the fiber attenuation is prac-
tically negligible. Finally, the pyrometer temperature error due
to the loss ratio is 5.5% for an emissivity ratio of 1, see Fig. 6.
The PD responsivities are equalized with the filter insertion loss
spectra. This allows to have lower temperature errors at low
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Fig. 6. Temperature error with:− · ·−WDM filter insertion loss, ····Coupling
loss, − · − PD responsivity, – Fiber attenuation, —- Two-color pyrometer (all
loss ratio terms).
Fig. 7. Calibration curves for: () 1.3 μm, (◦) 1.55 μm, (−) 1.3/1.55 μm.
temperatures compared with other two-color pyrometer
proposals [7], [9].
B. Calibration Curves
The radiant flux emitted by the blackbody has been char-
acterized at both 1.3 and 1.55 μm spectral bands, meanwhile
the temperature of the blackbody surface changes from 300 to
650 °C at 10 °C intervals. A time interval of 45 min between
each temperature measurement is set. The sample rate and the
number of samples at each temperature and wavelength are fixed
at 1 kHz and 10 S, respectively. The average optical power ra-
tio at both spectral bands for each temperature is calculated
from the mean of the samples. The results are shown in Fig. 7.
The sensitivity obtained is 6.68 × 10−4 °C−1 and a full-scale
temperature error of 4%.
C. Influence of Distance to Cutting Surface
An important aspect in using optical fiber pyrometer in ma-
chining processes is to ensure an accurate positioning of the
optical fiber end below the major cutting edge, see Fig. 8. The
proposed system achieves a good spatial resolution while avoid-
ing the use of lenses by placing the fiber end at a distance of a
few hundred microns to the target (the fresh machined surface)
and below the tool insert.
A set of measurements are carried out to evaluate the effect
of the distance between the fiber end and the target during ma-
chining, as shown in Fig. 9. The same set-up described in the
calibration section is used. The radiant flux emitted by the black-
body is measured at both spectral bands. The temperature of the
Fig. 8. (a) Visualization of the distance between the optical fiber and the
workpiece (tool insert is removed). (b) Lathe with the machining tool.
Fig. 9. Optical power versus distance for a wavelength of (circle) 1.3 μm and
(square) 1.55 μm: (non-filled) Simulations, (filled) Measurements.
blackbody is fixed at 650 °C to ensure sufficient optical power
to avoid the PD noise. Using calibrated washers, the distance
between the blackbody and the fiber end is changed from 0.2 to
2 mm at different intervals. A set of ten measurements for each
distance are taken.
The experimental results are compared with simulations. Us-
ing (2) and (3), the optical power received at each PD is cal-
culated from a distance of 0 to 2 mm, at 0.5 mm intervals.
The wavelength dependence losses considered in the previous
section are used in the pyrometer simulations.
Fig. 9 shows a deviation between the theoretical and ex-
perimental curves of 9.5 and 7.5 pW for channels at 1.3 and
1.55 μm, respectively. Thus, considering sensor power accura-
cies below 3.4 pW. These power deviations are within the PD
power accuracy. These results demonstrate that the experimen-
tal and theoretical values are in good agreement and there is not
influence of the distance in our experiments.
D. Influence of Optical Fiber Non-Perfect End
An important issue when using optical fibers in an industrial
machining environment is the possible damage of the fiber end.
During machining, metal chips tend to detach from the interface
between the cutting tool and the work piece. An example of a
non-damage and a damage optical fiber end is illustrated in
Fig. 10(a) and (b), respectively.
For a hot surface larger than the area covered by the fiber NA,
the optical power measured by the PD is not dependent on the
distance, see (2) and (3).
A set of 25 measurements of optical power at each spectral
band are performed at a constant temperature of 650 °C with
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Fig. 10. Top view of the longitudinal section of the optical fiber. (a) Non-
damage (b) Damage.
Fig. 11. Side view of the tool member with the optical fiber during the ma-
chining process.
a pyrometer made of fiber as the one shown in Fig. 10(b). The
damage on an optical fiber end can be modelled by a small
distance increment between the fiber end and the surface. The
distance between the blackbody and the fiber is fixed at 0.3 mm.
There is no change in the measured optical power as expected.
E. Temperature Measurements in Metal Cutting
The machining experiments are conducted for continuous
turning under two-dimensional orthogonal cutting conditions.
The workpieces are shaped as a circular disk with a diameter
and thickness of 120 and 2 mm, respectively. The workpiece
is located on a mandrel with a feed motion applied radially
toward the axis of the disc. A modified tool holder is used to
hold a carbide tool insert which has a rake and clearance angle
of 0 and 7°, respectively. A scheme of the experimental set-up
is shown in Fig. 11. The machining tests are performed at a
linear cutting speed (Vc ), a depth of cut (d) and a feed rate (f) of
120 mm/min, 2 mm and 0.05 mm/rev, respectively. No cutting
fluids are used in the experiments. The cutting process takes less
than 3 s.
Using a computer software and the pyrometer set-up, a set
of three measurements are carried out to perform a complete
statistical analysis of the system in a real scenario, see Fig. 12.
As shown in Fig. 12, two different regions are observed during
the temperature measurements. The first region occurs when the
cutting tool starts to remove material from the workpiece. The
radiant flux emitted by the machining surface is not great enough
to be measured by the PDs. The PD noise is a limiting factor
in order to measure the lower temperatures at the beginning of
the cutting process. Along this region, forces increase quickly
reaching a stationary regime after 0.75 s. During this stationary
Fig. 12. Temperature measurements (discontinuous and continuous lines),
and cutting (square dots) and thrust (triangle dots) force evolution when ma-
chining Inconel 718 with a carbide cutting tool: Vc = 120 m/min, d = 2 mm,
f = 0.05 mm.
regime, a maximum temperature of around 650 °C is obtained
for a few seconds. Finally, using the three set of measurements,
the repeatability in the stationary regime is analyzed. These
results show that the two-color pyrometer is able to measure the
temperature of 650 °C with an error of 14 °C.
6. Discussion
Temperature measurement during cutting is extremely diffi-
cult due to the limited access to interesting measurement po-
sitions, especially locations close to the cutting edge. For this
reason, there is no proper experimental technique suitable as a
reference to compare with the designed pyrometer.
Numerical modeling based on finite element method is used
to predict difficult measuring variables in the field of machin-
ing thermorresistant alloys [16]–[18]. The main disadvantage of
using this technique is the high computational cost required to
simulate the effect of subsequent passes of the cutting tool dur-
ing the process on the machined surface. To overcome this prob-
lem, a combined analytical-numerical approach for the study of
the steady-state cutting temperature is presented, as shown in
Fig. 13. The numerical model allows estimating the amount of
energy generated during the chip removal. On the other hand, the
analytical model permits to calculate the temperature evolution
in the workpiece due to the energy generated in the subsequent
passes of the cutting tool.
In this section, both numerical and analytical models are de-
scribed. The temperature prediction provided by the combined
modeling scheme is presented.
A. Numerical Modelling
The numerical model, based on a Lagrangian approach in-
cluding element deformation and further erosion, is carried out
using a commercial finite element code (ABAQUS/Explicit).
The model reproduces orthogonal turning tests using the same
tool geometry and cutting parameters involved in the experi-
mental work described in previous sections.
The sensitivity of the model with the mesh is checked and
the element size is fixed equals to 3 μm, obtaining a tradeoff
between accuracy and computation efficiency.
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Fig. 13. (a) Temperature field after a machining pass and heat balance in a
differential element located in the new created surface after the tool pass. (b)
Temperature from the analytical model until the stationary state is achieved.
Element erosion required in order to avoid excessive distor-
tion is based on a simple rule: when a critical level of the equiv-
alent plastic strain is reached the elements are deleted. This rule
is widely used in simulations of penetration problems. The crit-
ical strain is stated as 4 according to the mechanical phenomena
involved during cutting, allowing realistic chip morphology.
The tool is assumed to behave rigid while the workpiece ma-
terial exhibits an elastic viscoplastic, isotropic behavior follow-
ing the Ј2 flow theory (Mises yield criterion). The viscoplastic
constitutive law is based on the Johnson–Cook equation [19]:
σY =
(
A + B · εnp
) ·
(
1 + C · ln
(
ε˙p
ε˙0
))
·
(
1−
(
T − T0
Tm − T0
)m)
(12)
where σY is the tensile flow stress, εp is the equivalent plastic
strain, ε˙p is the equivalent Mises plastic strain rate, ε˙0 is the
effective plastic strain rate equals to 1.0 s−1, and T is the true
temperature. The alloy used in the experimental work, Inconel
718 alloy, is characterized with the parameters of the constitutive
equation provided in [20].
It is assumed that the plastic work is mainly converted into
heat with a Quinney–Taylor coefficient equals to β = 0.9. The
room temperature (T0) is assumed to be 25 °C for both the tool
and the workpiece. The melting temperature (Tm ) is around
1627 °C.
A simple Coulomb law with a constant friction coefficient
equals to 0.8 is used to simulate the tangential contact at the
tool-chip interface. Despite of the simplicity of this formulation
it is suitable to simulate adiabatic shearing at the primary cutting
zone and sticking at the secondary cutting zone, phenomena
governed by thermal softening as shown in [16], [18].
The geometrical and numerical characteristics of the model
allow performing simulations of orthogonal cutting in a large
range of cutting speeds, avoiding excessive mesh distortion and
obtaining realistic level of cutting forces and chip morphology.
The model is validated through the comparison between the
predicted and the measured cutting forces obtained by means of
a dynamometer used in the lathe during the turning tests. Errors
around 7% in the cutting force and around 15% in the thrust
force are obtained.
B. Analytical Modeling
The numerical model provides the amount of energy trans-
ferred to the workpiece in each pass of the cutting tool. The heat
leads to a temperature rise in each pass of the tool. However,
the heat loss due to convection and conduction should also be
accounted, see Fig. 13(a). As in a single pass, it is impossible
to reach the “stationary state” in the numerical model, the in-
crement of energy per pass in a differential element is applied
cyclically (being the period of the load equals to the time spent
in each pass). Also convection and conduction are taken into
account until a stationary state is achieved, see Fig. 13(b). Tem-
perature predictions obtained with the analytical model agree
with the measurements provided by the pyrometer, with an
error of 1%.
7. Conclusion
Temperature measurement in reduced areas located close to
the cutting zone is a key challenge in order to ensure surface
integrity and tool wear control. In this paper, a novel two-color
fiber-optic pyrometer is developed and employed to measure
temperature in a lathe, in cutting conditions similar to those
imposed during current industrial operations with high spatial
resolution.
It is demonstrated that the pyrometer temperature error is not
only dependent on the selected wavelength bands but also on the
spectral characteristics of the devices employed in the pyrometer
set-up. A good selection of the pyrometer wavelength bands
allows compensating the losses of each device, to minimize
the pyrometer temperature error and to enhance the minimum
measurable temperature. On the other hand, it is demonstrated
that the measured temperature is independent of the distance
between the fiber end and the target, and the possible damage
of the sensing fiber end.
The pyrometer uses low-loss optical components designed for
telecommunications purposes in order to reduce the temperature
errors. The output power ratio at λ1 = 1.3 μm and λ2 = 1.55 μm
performs a sensitivity of 6.981×10−4 °C−1, in a range from 300
to 600 °C. The system shows a 4% full-scale temperature error.
Using the proposed two-color fiber-optic pyrometer and a
lathe, the workpiece temperature in a high speed turning process
is measured. In cutting of Inconel 718, the workpiece tempera-
ture is approximately 650 °C at cutting speed, cut depth and feed
ratio of 120 m/min, 2 mm and 0.05 mm, respectively. The exper-
imental results show a repeatability temperature error of 14 °C.
This pyrometer makes it possible to measure the temperature
history of the workpiece in turning.
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Numerical and analytical models are used to estimate the
temperatures. The measured temperatures are in good agreement
with the predicted values.
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